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Abstract: The use of a blood enhancer (e.g., Bluestar) at crime scenes 
is required for the observation of latent bloody stains. This process is 
often necessary to understand a bloody crime dynamic, as well as to 
identify where DNA is likely to be present. Although Bluestar has a 
great capacity to adapt to environmental conditions, its effectiveness 
has not been tested on temperatures lower than -10 °C. The objective of 
this research was to adapt Bluestar so that it would not freeze at low tem-
peratures, nor hinder DNA analysis. An ethylene glycol:Bluestar solution 
proved to be a viable alternative to the standard solution when the ambient 
temperature drops below 0 °C. This solution did not hinder DNA analysis.  

Introduction
The use of a presumptive blood detection reagent is frequently 

required for the observation of latent bloodstains at crime scenes 
to help understand how a crime was committed, as well as to 
identify where DNA is likely to be found. Among the many exist-
ing presumptive blood detection reagents, luminol and Bluestar 
are the most used because of their good sensitivity and their 
ability to produce chemiluminescence in contact with blood [1]. 
A redox reaction occurs when the basic aqueous solution is in the 
presence of hydrogen peroxide and a catalyst, such as iron that is 
present in the hemoglobin of blood, which results in an emission 
of luminescence [2].
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Bluestar Forensic was developed in 2000, with the aim of 
improving the results obtained with luminol, of which Bluestar 
is a derivative [3, 4]. The improvement and persistency of bright-
ness emitted over time are among the advantages of Bluestar 
over luminol [5]. Moreover, because of its greater brightness, 
the complete darkness needed with luminol is not required 
when using Bluestar. Furthermore, DNA does not show any 
sign of degradation until 30 days after contact with a Bluestar 
solution [6], which means complete genetic prof iles can be 
obtained for this entire period. 

Solvated in water, Bluestar has shown good results under 
var ious environmental conditions [7]. However, its effec-
tiveness was not tested in extreme outdoor cold conditions.  
A study conducted by Miles [8] showed blood samples react 
with Bluestar at controlled temperatures of  0, -5, and -10 °C. 
A positive result was also obtained for blood samples that had 
experienced periods of freezing and thawing or had been in 
contact with ice. Thus, the reaction between luminol, which is 
present in the Bluestar solution, and blood hemoglobin is not 
affected by cold temperatures down to -10 °C. However, the 
reaction of Bluestar with blood samples on snow and the vapor-
ization of that solution in more extremely cold environments 
have not been investigated.

The aim of this study was to find a Bluestar preparation that 
would not freeze at low temperatures and would not alter DNA, 
yet would maintain the product’s high efficiency in detecting 
bloodstains. 

Material and Methods

Sterilization
All materials that were going to have contact with blood, 

including water used to dilute the blood samples or Bluestar 
solutions, were sterilized by a steam autoclave to minimize 
contamination with other DNA from the environment (e.g., 
bacterial DNA) [9–11]. This way, it would be possible to deter-
mine whether there was any degradation of the bloodstains’ 
DNA after they had been sprayed with the different solutions 
being tested. Masks were worn in addition to other personal 
protective equipment, including gloves and goggles, while 
experiments were carried out in the presence of blood.
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Blood Sample Preparation
Human blood that had been previously collected1 with EDTA 

blood collection tubes was diluted at factors of 1:10, 1:50, 1:100, 
1:500, and 1:1000. These dilutions were used to evaluate the 
reaction with blood of the various tested formulations. For 
each experimental formulation, the reaction with whole blood 
was also evaluated. A volume of 30 microliters for each of the 
various dilutions of blood was deposited on filter papers using 
micropipettes. Ultimately, each blood dilution was arranged at 
approximately equivalent distance from one another on each 
filter paper, each containing a spot of whole blood in the center. 
For each f ilter paper, the same arrangement of the dilutions 
and the whole blood was maintained, as shown in Figure 1. 
Then, these filter papers were stored in a freezer at -20 °C for a 
minimum of 1 week.

1  The experiments were in accordance with the Helsinki Declaration addressing 
ethics in research.

 

Figure 1
Filter containing all blood concentrations that were sprayed with a solution 

of Bluestar in the dark.
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Formulations of Bluestar-Based Solutions
Six Bluestar solut ions were prepared according to the 

manufacturer’s instructions. To each one, a volume of either 
ethylene glycol or propylene glycol was added to provide differ-
ent formulations of Bluestar containing 15, 25, and 35% of either 
ethylene glycol or propylene glycol2. (The greater the amount 
of a glycol product, the lower the freezing temperature of a 
solution.)

Another Bluestar solution was prepared as per the manufac-
turer’s instructions except that the distilled water was heated to 
90 °C. By the time of its use, the temperature of the solution had 
decreased to between 45 °C and 65 °C. 

Another Bluestar solution was prepared as per the manufac-
turer’s instructions and then the solution was heated on a hot plate 
to a temperature of 85 °C. By the time of its use, the temperature 
of the solution had decreased to between 45 °C and 65 °C.

Bluestar Application and Photography Procedures
The various developments were evaluated and compared 

under the same experimental conditions: f ilter papers were 
stored in a -20 °C freezer right next to a walk-in refrigerator 
set to maintain 4 °C. They were brought one by one from the 
freezer to the walk-in refrigerator to be sprayed while being 
being protected from any light and they were immediately photo-
graphed. Each formulation was sprayed by the same person on 
three separate filter papers. To optimize the comparison process, 
a Nikon D3200 camera with a 55 mm lens was used according to 
the photographic settings recommended by Bluestar manufactur-
ers: the ISO was set at 400, f/stop at 5.6, and the exposure was 
for 30 seconds.  

Chemiluminescence Results Analysis 
Using Adobe Photoshop Extended CS6, numerical values 

from normalized histograms were collected to compare the light 
intensities of the chemiluminescence reaction for each of the 
f ilter papers. After each photograph was scaled, converted to 
gray scale, and the levels (histogram) auto-adjusted, the contour 
of the luminescent zones corresponding to the different dilutions 
of blood was plotted using the magnetic lasso tool [12] to facili-
tate the selection of bright pixels. A luminosity histogram was 
obtained for each of these luminescent zones. The values on 

2 To avoid intoxication by propylene glycol or ethylene glycol, protective masks 
were worn when vaporizing Bluestar.
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the luminosity histograms ranged from 0 to 255. The higher the 
value, the stronger the intensity of the reaction of chemilumi-
nescence [13].

Outdoor Experiments
Outdoor experiments were performed with 20 mL 1:100 

diluted blood sprayed on snow, very early in the morning while 
the external temperature was -6 °C. A further dilution of the 
blood preparation was expected due to the diffusion process in 
snow, assessed between 5 to 10 [8], thus obtaining an approxi-
mate concentration after diffusion of up to 1:1000. The standard 
Bluestar solution, the hot water solution, and both 15 and 35% 
ethylene glycol solutions were sprayed on the diluted blood 
sample. 

DNA Profiling 
A DNA-IQ kit was used for the digestion and extraction 

phases. Brief ly, the method involved cutting a small square of 
about 0.5 cm2 with a sterile blade inside the nondiluted blood-
stain on the f ilter papers that had been sprayed. Whole blood 
was selected for DNA analysis to ensure that complete genetic 
profiles would be obtained. Otherwise, there may have been 
some risks of obtaining only partial profiles by using one or 
the other of the blood dilutions, which would be inconclusive 
to determine any possible degradation of the DNA following its 
vaporization by the different Bluestar formulations. The risks 
of obtaining partial profiles are indeed present with dilutions 
of 1:100 and become quite significant with dilutions of 1:1000.

The Promega Plexor kit (Promega Corp., Madison, WI) was 
used to perform the cross-linked f luorophore quantitation, and 
the Promega’s PowerPlex 16HS kit was used for DNA amplifica-
tion. The extracted and amplified DNA was then analyzed using 
a polyacrylamide gel. However, to more reliably determine the 
presence of degradation, the amplif ied DNA was also sent to 
the Laboratoire des Sciences Judiciaires et de Médecine Légale 
(LSJML, provincial forensic laboratory), located at Montreal 
in Quebec, to obtain the complete genetic profiles. The genetic 
profiles from the blood that had been in contact with the new 
formulations were then compared with those obtained following 
the extraction of DNA of whole blood that had no contact with 
any of the Bluestar solutions.
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Results and Discussion
The areas of the bloodstains on the filter papers were smaller 

as the blood concentrations increased. No correlation could be 
established between the difference in area and the luminosity 
intensities that were observed. However, there appeared to be a 
slight correlation between the light intensity that was emitted 
and the increase in the dilution of the blood solutions that were 
used, which had already been observed in a prior study by Patel 
and Hopwood [1]. A decrease in light intensity was observed for 
more concentrated blood solutions and for whole blood, which 
would be explained by a quenching effect of the reaction because 
of an excessive amount of hemoglobin, and thus too much iron, 
the catalyst for the reaction. This excess of hemoglobin can also 
be observed by the presence of a halo (Figure 1) on vaporized 
filter papers for whole blood and for blood dilution of 1:10. 

The bars in Graphs 1, 2, and 3 show average luminosity on 
each blood-diluted spot; the error bars represent the observed 
maximum and minimum of light intensity for their related spots. 
The letter n represents the number of f ilter papers tested for 
each solution. Numeric values were generated by Photoshop and 
represent a light intensity value. Thus, a value of 255 would 
represent white; 0 would represent black.

Water and Propylene Glycol-Based Formulations
Because propylene glycol is less toxic than ethylene 

glycol [14], it seemed appropriate to star t with this product. 
The results of the luminescence intensities at 4 °C, depending 
on the blood dilutions, are presented in Graph 1.

When working with the 25% solution of propylene glycol, 
it was impossible to observe any luminosity for blood dilution 
of 1:10 and for whole blood in two of the three trials. Thus, the 
single available measure of luminosity was used at the next step 
of comparisons. Also, as seen in Graph 1, both the luminosity 
averages and the maxima intensities that were obtained following 
the use of propylene glycol solutions are significantly lower than 
those obtained following the use of standard Bluestar at 4 °C.

Following those results, formulations based on different 
percentages of ethylene glycol were evaluated. The results of 
the luminosity intensities at 4 °C produced are shown in Graph 2.
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Graph 2
Bluestar formulations at different concentrations prepared from a mixture of 

water and ethylene glycol compared to the standard Bluestar evaluated in a 4 
°C environment.

Graph 1
Bluestar formulations at different concentrations prepared from a mixture of 
water and propylene glycol compared to the standard Bluestar evaluated in a 

4 °C environment.
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The various solutions were each tested on three filter papers. 
Additionally, six filter papers were sprayed with a 25% ethylene 
glycol solution, a 35% ethylene glycol solution, and the standard 
Bluestar solution (Graph 2). These additional filter papers (six 
instead of three) were tested because it seemed surprising to 
obtain better results with the ethylene glycol solutions than 
with the standard Bluestar. However, these further tests simply 
confirmed the previous results:  the average luminosity intensi-
ties were slightly higher for ethylene glycol formulations than 
for the standard Bluestar evaluated at a temperature of 4 °C, as 
well as the maximums and minimums of luminosity intensity.

Because propylene glycol and ethylene glycol have toxic 
properties, it was appropriate to evaluate the standard Bluestar 
solution after being heated or prepared with hot water, without 
any toxic reagent added to the standard solution. The luminos-
ity intensity results at 4 °C for these formulations are shown in 
Graph 3.

For the heated Bluestar solution, both the averages and the 
maximums of luminosity intensity were lower than the values for 
the standard Bluestar. However, for the hot water-based Bluestar 
formulation, the average luminosity intensity had very similar 
values to those of the standard Bluestar solution. On the other 
hand, the maximum values obtained with the solution prepared 
from hot water were generally lower and the minimum values 
were higher than those obtained with the standard Bluestar 
solution.

The two antifreeze optimal operational solutions, consist-
ing of 35% of the chosen diol (glycol) products in a standard 
Bluestar preparation, were put in a freezer for a week at -20 °C 
to confirm that they did not freeze. The formulation of Bluestar 
containing 35% of ethylene glycol did not freeze. The formula-
tion of Bluestar containing 35% of propylene glycol remained 
liquid, although it showed some signs of freezing, confirming 
the performed calculations, which foresaw that a solution of 35% 
propylene glycol would freeze at about -16 °C to -18 °C , whereas 
a 35% solution of ethylene glycol would freeze at about -20 °C.
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Effects on DNA Profiling 
Because the heated solution of Bluestar and the hot water 

solution of Bluestar generated lower maximums of luminosity 
intensities, these formulations were not evaluated for possible 
DNA degradation. Nevertheless, it should be noted that DNA is 
not degraded by a standard formulation of Bluestar and that it 
does not degrade at temperatures below 100 °C [15]. 

For the other formulations, polyacrylamide gels were made 
with the previously extracted and amplified DNA of whole blood 
on filter papers that were sprayed. The results of these polyacryl-
amide gels developments are shown in Figure 2. 

The pat tern of bands was the same for all the wells of 
each polyacrylamide gel, and the corresponding bands had 
approximately the same respective molecular weights. Such 
high molecular weights would suggest that the DNA was not 
degraded. Otherwise, bands with lower molecular weights, due 
to degraded DNA fragments, therefore smaller lengths, would 
have been observed [16]. Also, the visible bands on the three 
polyacrylamide gels were well defined (i.e., there were no trail-
ing marks in the bottom of each band that might suggest that the 
DNA could have been degraded) [17].

Graph 3
Bluestar heated and Bluestar prepared with hot water compared to Bluestar 

made from room temperature water evaluated in a 4 °C environment.
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Subsequently, a complete genetic profiling was performed by 
the LSJML, and all of the profiles that were obtained contained 
the same alleles for the 16 markers that were studied. In addition, 
all alleles that were detected had very high relative f luorescent 
units (RFUs) and therefore were of great intensity. Normally, the 
intensity of the alleles of a profile where DNA has been degraded 
is lower for peaks of higher weighted alleles, resulting in a 
downward-looking profile of allele intensities [16]. Hence, the 
observations support the hypothesis that DNA was not degraded.

Outdoor Experiments
A standard Bluestar solution froze instantly at the outlet 

of the nebulizer, forming a layer of ice, which confirmed the 
impossible use of the manufacturer’s formulation of Bluestar 
at cold temperatures. The use of the hot water Bluestar was not 
tested because of the assumption that, although the solution is 
hot in the canister, once it is nebulized, the solution would also 
freeze instantly at the nozzle.

Formulations containing 15% and 35% ethylene glycol were 
tested to determine whether they would also freeze at the outlet 
of the nebulizer when vaporized in cold conditions, jeopardiz-
ing the use of standard Bluestar. Solutions were vaporized for 
15 seconds, and they did not show any signs of freezing. Both 
concentrations gave satisfying results in luminosity intensities 
(Figure 3).

Solutions at the three concentrations of propylene glycol 
were not tested in the snow because they were considerably less 
effective than a standard Bluestar solution during the prior 4 
°C testing.



Journal of Forensic Identification
70 (1), 2020 \ 99

BS = Bluestar,  PG = Propylene glycol, EG = Ethylene glycol

Figure 2
Polyacrylamide gels obtained using pure whole blood from different filters 

vaporized with the new Bluestar formulations.  

(a)                                                            (b)
Figure 3

Bluestar solution prepared with (a) 15% and (b) 35% ethylene glycol in snow 
at a temperature of -6 °C.
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Conclusions
This project aimed to f ind a new solvent composition that 

could replace the one currently used for the preparation of 
Bluestar, to allow its use on blood samples down to -20 °C.

An ethylene glycol:Bluestar standard solution (15–35:100) 
proved to be a viable alternative to the standard Bluestar 
solution. The ethylene glycol solution showed the same magni-
tude of luminescence intensity, or even slightly better, than the 
one obtained with the standard Bluestar solution. In addition, 
outdoor testing demonstrated the high effectiveness of formula-
tions containing ethylene glycol on blood dilutions in the snow 
when the ambient temperature dropped to -6 °C.

Heating the Bluestar solution is not recommended because 
the light intensity that was obtained was signif icantly lower 
than what can be achieved by preparing the solution from hot 
water. However, even though this last option makes it possible 
to obtain light intensity equivalent to the one obtained with a 
standard Bluestar solution, it is very likely that water-heated 
formulations will rapidly freeze at the nebulizer’s nozzle when 
sprayed in a cold environment. 

Finally, genetic profiles obtained from blood that had been in 
contact with the new formulations support the hypothesis that 
DNA was not degraded.
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